CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /\L]\'\ ,\/b\\

periodic maintenance* for the Intoxilyzer 8000 Serial Number ;’\/\'
K0 -vo2bY maintained by the Tucson Police Department /b

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2 -2~1I Call] O./0/ AC Cal?2 OL‘C]C/‘ AC

Between the dates of 2~ 2~/ and 33~/ [

the instrument was operating properly and accurately.

: ; ; N
The instrument was taken out of service for repair on _V /
The instrument was returned to service on A /F}

Ao
\\C\/\X \J\?'Y\\kbvxg

Clare L. Conley

2 =l

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this Lo Y% day of
Wt b 20 97

(]

Notary Public

e OFFICIAL SEAL
O ISABEL ¢, TRUJILLO
Rty A NOTARY PUBLIC.ARIZONA
\ A PiMA COUNTY
- My Comm. Exp. July 18, 2012

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT G-4
.)(7

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY a '
A.A.C. R13-10-104 (A) W

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /A?
INTOXILYZER MODEL 8000 \ qp\[
STANDARD QUALITY ASSURANCE PROCEDURE ibj)
0
QA SPECIALIST L(GJQQ Cﬁﬂ’{hq AGENCY Tucson Police Department
T
DATE 3 ~3—]|f TIME 0 743

INTOXILYZER SERIAL # %D ~0022(Y LOCATION OJ}N,b W ( HNo
. =

( //) 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS
(Vv ) 1. Clock time check.

(v ) 2. Date check.

OPERATIONAL TESTS

C ) 1. Alcohol-free subject test result 0. UL AC.
( ) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
( ) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.
( ) 4. Standard Calibration Check standard 0. | 0V AC

Result: 0. )99 AC

Instrument is operating properly and accurately. YES V~ NO

COMMENTS |\ pye

SIGNATURE %QAALAQKQQVX

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: TUCSON POLICE CEPT

Serial Number: 80-002264
030372011 17:45:28 '

TUCSON PO

ﬂa°=atar~ C. CONLEY #3451

GW"PT: ll

{S Minute Deprivation Perica? Yes

est g/2liL Tine

Air Blank 0.000 07:46:2!
Diaonosni Test P33 07:46:49
rBlank 0.000 07:47:18

] 100 Cal Check 0.101 07:47:35
r Blank 0.000 07:48:04
CUD ect Test 0.000 07:48:35
8ir Blank GRTx 17:48:4!
air Blank 0.000 i

xSequence 2borted

Not 3 Successfully
Completed
Test Sequence

ho Tpe——— - A0 - Q rEr mmre A~ - <
TATSUETT 0 seoucn 28-1327, Anzona Revised Stamites, mirs dccumen: 1s 2 corihed quplicers of the mfommanon centamed m CompuIeT
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TUTEUETT 0 s=cnarn 28-]

SIGIE.g.‘: 55\/1:‘.’.5'0‘ el

1227, Anzona Revised
ucson Polics T

o

07:50:55

Standard Lot#: 209 ﬂl”“ﬁz
Last Changed By: J. HAUKINS #42401
0AS: C. CONLEY #34517
TUCSON PO
Operator: C. CONLEY #34517
TUCSON PO

SARP

Weignt: 111

1S Minute Deprivation Period? Yes
Test g2l Tine
Rir Blank RFIx 07:51:24
air Blank [PSxx 07:51:33
RF] Detect

xx[mproper Sample

Not & Successfully

Completed
Test Sequence

:r”*u.ss

QLSO

TS QoCumEn! 15 2 perdfisg

¢ auplicare of the mformen

On cenmamed m compurer



INTOYILYZER 8

07:52:16 /6\\

(AS: C. CONLEY #34517
TUCSON P2

00B: 11/1i/1LH

Sex: Mt eignt: 1l

TTMimra DA TR D, T 3 Y

15 Minute Deprivation Period? Yes
TAmr a1 T
gst 3/4‘.DL [1ime

ir 8lank 0.000
iagnostic Test Pass 17
ir Blank 0.000 7.54:00
100 Cal Check  0.100 07:54:18
r Blank 0.000 17:54:4
£ 1
U,
&
ve

hNxx 17:53:24
AMBxxx 07:59:58

Beqin new geprivation period
xxxfmpient Fail

Not a Successful ly
Completed
Test Sequence

e e
) ZTT IO S=Cuar

Arzonz ReEtnsed Stenires smis Amaimen 1o S oA . o - ;
. AlZOna Keyvised S 115 QOCUIMSIL 1s 2 C2TTIMEq qupiicats 07 the mIOTIMAnon CCOIZmead I CompureT

T~ < - + v T
SIcrage asvicesalitn UCSONn Folce Lenartnen.



- \ Y
INTOXILYZER 8000
Location; TUCSON PGLICE DEPT
Serial Numper: 80-002264
130372008 08:81:11

st g2l Tine

=
P

e D &=
PR =

Operator’s Signature |
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EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104 (A
(A) &‘/\b/}
ARIZONA DEPARTMENT OF PUBLIC SAFETY (;LN
STANDARD QUALITY ASSURANCE PROCEDURES /<5R
INTOXILYZER MODEL 8000 \ ,LD\\
STANDARD CALIBRATION CHECK PROCEDURE ’3(L\
QA Specialist Q&&rQ_wakkq AGENCY Tucson Police Department
DATE 232 -|| TiME  07¢Y3

Intoxilyzer Serial # ¥0-00D22bY Location ONW D) Hb

(v ) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0. / oY AC,
OR
Pour a standard alcohol concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C

(¥ ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

(v ) 3. Go to the “Control Testing Menu”. Select “D” for dry
control test or “W” for wet <control test. After
selection is made press ENTER.

( v ) 4. Air blank completed.

(v ) 5. Calibration check completed. Test results 6. {0 { AC.

(v ) 6. Air blank completed.

(V/ ) 7. Remove printed record. Attach the record to the completed

checklist.

SIGNATURE U\\ IV C/UY\,Q-LV\

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-002264 // 54\7
03/03/2011 07:43:57 AV
Standard Lot#: 209107100A1 Q/V\
Last Changed By: J. HAWKINS #42401 /(é£\

QAS: C. CONLEY #34517 <

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:44:25

Cal Check 0.101 07:44:43

Air Blank 0.000 07:45:13

A N
‘\‘/Q O L (7Y\,Q‘Lv\

Operator's Sigdature

7

UTSUADT 10 sechon Zb:.;.'.". !, Anzone Revised Stamures, fnis document is 2 certified auplicare of the INfOTMAaNON CONTANES 1T COMDULE
Storage aevicesof the Tucson Police Deparmmern:



